[Clinical experience with the copper T-200 intrauterine device].
It is reported on experiences with 138 Cooper-T-200 IUDs, resulting in 1868 months of use. Both the Pearl-Index with 1,3 and the expulsion rate with 1,44% are no significant lower, than in a compared DANA-Super-IUD collective. In both groups the rate of all events like pains, spottings and hypermenorrhea is almost identically. Hypermeorrhea is of significant frequenter occur in the Copper-T-IUDs.